In this paper, data analysis and modeling of gamma ray tomography taken into account spatial resolution and source of errors and the attenuation coefficient measurement in row data from tomography process are presented. The results showed that this method is simple, effective and should be prior to any data treatment for opaque vessel reactor and by reconstruction algorithm in process imaging.
Introduction
Comparing original and reconstruct image provides a fair evaluation of quality in whole process. This works quite well for medical X-Ray CT with hard and software in a full standardized process. Industrial Gamma Ray CT still has a long way for establishing a standardized methodology [1] . In this direction physical measurements would interact with reconstruction algorithms errors increasing uncertainty in whole process [2] . Removing artifacts, filtering techniques helps surely, but minimizing source of errors by analyzing experimental data prior to reconstruction may lead to a better understanding of uncertainty. Scientific data visualization include uncertainty design, from scanner mechanical precision going through all steps in tomography process up to computer programming interfaces. Using computer graphical functions of Matlab is looking for safety, on the matter, as data visualization [3] . To deal with computer visualization uncertainty, a careful evaluation of statistical calculation and data presentation should be carried out, mind that details as glyph size might enhance errors, for 1D and moving on data higher dimensions uncertainty grows up [4] .
Computerized Gamma Ray Set-Up

Scanner Hardware
Experiments were carried out with a computerized scanner set up by translation-rotation motion for the gamma ray trajectories sampling positions. For transmission measurements with 137 Cs radioactive source (7.4 × 10 8 Bq), a stainless steel tubes of 0.154 m internal diameter and NaI(Tl) scintillation detector of (51 × 51) × 10 −3 m crystal size coupled to a multichannel analyzer and Geniesoftware from Camberra. Source and detector collimators of cylindrical aperture of 5 × 5 × 10 −3 m and 10 × 10 −3 m were used. The irradiation geometry source-tubedetector in a fixed alignment, keeps a good quality gamma spectrum by means of adequate beam collimation. The gamma ray transmission measurements were carried out by the 0.662 MeV photopeak evaluations. Compton scattering contribution was minimized by collimator length of 60 × 10 −3 m for source and 75 × 10 −3 m for detector [5] . The system moves source and the detector for a parallel beam scanning, and rotates the tube at a new projection angle.
A general view of the gamma ray scanner is given in Figure 1 . The motion control of the CT Tomography system in Figure 1 consists of two motors and a PC. One servo-motor moves source and the detector for a parallel beam scanning, whereas the other motor rotates the column at a preset projection angle. Therefore, scanning motions and acquired data are stored and accessed by means of PC management. defined according to gamma beam diameter Δs. In the experiments, a pure aluminum half-moon, well defined shape with 12.0 cm length and 6.0 cm radius was used as test object.
Tomography Parameters
By scanning an object the number of the gamma rays trajectories and the beam diameter choice: involve temporal, spatial and density resolutions as they are closely correlated parameters. For a third generation tomography process spatial resolution is strongly linked to the collimation of detectors, the number of detectors per projection and the number of projections. A question of measurement resolutions to time (speed of response), matter (e.g. density which defines the contrast in each pixel) and space (spatial resolution which defines how detailed the image is), as given in reference [1] . In single beam tomography, temporal resolution takes into account the number of projections needed for generating one image. Evaluation of parameters and their interaction quantification, certainly, are required in the tomography process, even if no standard proceedings are established for caring out parameters determination. Contrary to medical XRay CT a universal method, in Gamma Ray CT each group construct herself scanner to investigate the Industrial process and, define specific parameters methodology. The tomography parameters resolutions of density, spatial and temporal, were carried out for the scanner hardware used in this work and methodology is described in [6] . Linearity is an additional parameter which is required as one fundamental Equation (3) computes a liner function. The surface area integration, of the object all along rotation angles measured in tomography experiment, keeps a constant value within expected errors, as the experiment demonstrate the linearity property of the scanner and their uncertainty also was estimated [7] . The main sources of errors in tomography process are: 1) Contribution of measurement system; 2) Geometric magnification factor; 3) Tomography reconstruction algorithms.
They are well accepted in literature, and for the FCCFluidized Catalytic Cracking process the irradiation geometry of the riser a stainless cylinder, tube wall effect is include as source of errors. Contribution of measurement system is given in [8] , and geometric factor is considered in [9] . Tube wall effect was evaluated by means of a mathematical model developed to simulate attenuation and estimate errors [10] . Aiming industrial process tomography, reconstruction algorithms requiring reduced number of data were studied [11] .
Data Analysis and Modeling
The mathematical fundaments in gamma ray tomography process are described by means of Beer-Lambert based equations, as 0 e
In Equation (1) the gamma intensities I, I 0 with and without absorber are related to the linear attenuation coefficient μ, and x is the gamma ray path length. The Equations (2) gives the integration of the attenuation coefficient μ(t) at position t, and logarithm and discrete form of integral are the expressed in Equation (3). This Equation (3) is a usual form to generate matrix data for computational algorithm reconstruction. In Equation (4), the gamma intensities were adapted to riser irradiation geometry as I V , I F for empty tube and at flow conditions, related to the mass attenuation coefficient α. The riser internal diameter is D and on the left side ρ m is mean density along gamma ray path.
The gamma beam width and sampling procedure for the gamma ray trajectories are following requirements to data analysis in scanning process [8] , and measurement precision in actual experiment follows prescribed conditions.
Taken tomography row data several information are
Copyright © 2013 SciRes. WJNST C. C. DANTAS ET AL. 24 available prior to calculation of parameters given in Equations (1) to (4) . In Figures 2 and 3 it can be observed the whole data points from the scanner process. They are two different stain tubes; the one from Figure 2 has less wall thickness than the tube in Figure 3 , the aluminum half moon is in both of them. Object position at the tube cross-section should be precisely defined, and such pictures might be useful therefore. In Figure 3 object is centralized and it is not in the Figure 2 . Centralized position produces a defined inversion band of high and low gamma intensity, precisely and reproducible. Contrary to non centralized position that makes a hole on the intensity. No farther understanding about it but object parameters calculation proves the visual information from Figures 2 and 3 .
Attenuation coefficient is a prime parameter in all calculations given by Equations (1) to (4) . Experimental and reconstructed data needs a metric to compare the approximation and RMSE-Root Mean Square Error is widely used for that evaluation. Appling for the row data, calculated with Equation (3) and comparing with attenuation coefficient from literature value [12] , a precise approximation was obtained with the RMSE calculation, only for selected data points. Checking this calculation with the Frobenius norm, which is normalized for the ROI-region of interest, as it appears in the RMSE expression. The norm was checked by means of their singular values decomposition as
where the two matrixes are, in this work, attenuation coefficient reference A and measured values X. For which difference the Frobenius norm is equal to the expression on the right side of Equation (5), according to known linear algebra theorem. Although the metric was applied correctly but RMSE value, estimation is depending of the ROI-region of interest. In this experiment a good approximation for mass attenuation was found by excluding extremes data. RMSE is recommended by [1] , nevertheless, discussion and the need to compare with other metrics in several fields of work can be found [13] . In Tomography data RMSE is widely applied and also comparison with other metrics shows that a specific quantification of reconstruction quality is often required. A further evaluation of attenuation coefficient measurement was carried out, taken the whole matrix acquisition data , with density ρ = 2.7 g/cm 3 . The standard deviation of μ considers a statistical dispersion of 0.4% among the values given in literature [12] for X-ray mass attenuation coefficient and a negligible dispersion for the ρ value. For this vetctor a mean value of 0.1928 cm −1 was measured corresponding to an error of 8% error. The following step, takes the whole object region matrix M (12, 61) , and again μ was calculated with the mean value of this matrix. This measure mean value μ = 0.2001 cm −1 is associated to a 5% error. 
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In addition, it might be considered that α literature values of aluminum are given for a long energy interval [12] , in which 0.6 MeV is the nearest value for measuring with a 137Cs (0.662 Mev) radioactive source, therefore, approximation eror should also be taken into account. Then, a polonomial interpolation with sufficient reference values was carried out and a 0.0720 cm 2 /g value for mass attenuation coefficient of the 0.662 Mev photon, was found. Now, recalculating
with α = 0.0720 cm 2 /g value, the errors in measurig linear attenuation coefficient were of 0.8% in one vector and a 3% error for the whole matrix data. Attenuation coefficient evaluation in row data, as it is given in Figure 4 , might provide a initial test for tomography transmission measurements By transmission measurements, Equations (1) to (4) will calculate just positive values, obviously, as there is no physical meaning for a negative value in such data. In Figure 5 is shown the test object experimental and calculated data with Equation (4). Considering that geometric center of the tube-riser coincides with the origin of coordinate system, by rotational scanning, data will be distributed on the four Cartesian quadrants. Therefore, to show the spatial distribution on a riser cross-section is necessary some data treatment. At first, carry out data rotation using a rotation matrix, to follow the physical scanner motion. Rotation matrix is applied for several data analysis techniques [14] , and applying for the simulated data in Figure 6 , spatial distribution of attenuation interval follows rotation angle φ form 00 to 1800. But, didn't succeed for experimental data, due to a scanner motion blur on the test object shape. In order to obtain a spatial distribution of test object a further data treatment was required.
Attenuation interval should be explicit as it gives a measure of object suface by means of sufficient scanned data. By re-arranging Equation (4), in order to place length dimension on the left side as attenuation interval on the right side will remain object density ρ and α is mass attenuation coefficient as given in Equation (4) .
Experimental aluminum half-moon data were used for evaluation of tomography process and to show spatial distribution. The model developed for simulate attenuation as a function of internal and external tube radii [10] , was applied by using internal tube and object test radii. As it works well, next step the modeled data will undergo rotation by means of matrix rotation C calculated as
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errors and the answer is the A vector of modeled data at the measured angle φ. The result, experimental data of the test object at spatial distribution of test object, can be visualized in Figures 7 and 8. Figure 2 shows row data obtained with the scanner given in Figure 1 .
Results and Discussion
Whole scanning interval can be seen, in Figure 2 , the I 0 gamma intensity appears before and after steel tube. Two data sets are superposed empty tube and tube with object, I V , I F intensities for calculations with Equation (4). Superposition makes precision of the scanner operation easy to visualize.
In Figure 3 the scanning interval shows only the tube within object region. Figure 4 shows linear attenuation coefficient measurement data, between green and red lines, representing mean within a 2σ confidence interval.
In Figure 4 can be seen the data points of the mean value μ = 0.1928 cm −1
. Attenuation coefficient was determined also with measurement data in whole matrix as given in . Object test, aluminum half moon mesured and calculated data, at zero angle φ, is seen in Figure 6 .
Simulation of half-moon under scan rotation, fits object shape moving around origin of coordinete system, as Figure 7 , shows it at one rotation angle φ.
To visualize experimental data tourning around origin of coodinate system scanned object data was modeled and then under matrix rotation as it is shown in Figures 8  and 9 .
The same data procedure is given also in Figure 9 to show object spatial distribution. Spatial distribution in cross-section area is visualized inside internal tube diameter. Errors, due to modeling and matrix rotation calculation can be observed for departure from object shape in line, are of 11%. Comparing with Figure 6 , for experimental and calculated data the corresponding errors are of 3%.
As industrial tomography reconstruction aims reduced number of data [11] , and experiments brings erros to imaging process, information as scanner data generation shown in Figures 2 and 3 , end precision evaluation as given in Figures 4 and 5 , should be prior to any model validation. A simple evaluation as Figures 8 and 9 , ilustrates the procedure that might provide useful information to industrial porcess prior and to compare with to-mography reconstruction.
Conclusion
Attenuation coefficient is precisely measured in row data from tomography process. Space distribution is shown in attenuation length to compare with object shape, but surely, any other required parameter can be calculated and modeled. Analysis with row data is shown and it could be used for any matrix size at same conditions. The procedure is simple, effective and should be prior to any data treatment for opaque vessel reactor and by reconstruction algorithm in process imaging.
